
All equipment used for performing or supporting the tests shall
be calibrated before being put into service. The test facility
shall have an established program and procedure for the
regular calibration of its equipment.

A calibration program should include a system for selecting,
using, calibrating, checking, controlling and maintaining mea-
surement standards, reference materials used as measure-
ment standards and measuring and test equipment used to
perform tests described in this manual.
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